[Some Thoughts on Risk Prevention of Endoscopic Instruments].
There is a certain risk of nosocomial infection within the use of endoscopic instruments including trocars for laparoscope use. Attention should be paid to the content of the product manual in the seventh chapter of the industry standard YY 0672.1-2008. This paper proposes some comments and suggestions on this issue. We suggest there should add some contents in product manual.